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UNIT UNDER TEST SUBMITTED BY

Manufacturer: FLUKE Customer: K&S TECHNICAL SERVICES, INC

Model No.: 376 941 NEW LONDON ROAD

Serial No.: 30910085WS NEWARK, DE 19711

Cust. Ref. No.: N/A

Description: TRUE RMS CLAMP METER P.O. #: 10361

Date Rec'd: 9/20/2021

Condition Rec'd: GOOD Precal: IN SPEC Final: IN SPEC

CALIBRATION CERTIFICATE

All calibrations are performed by qualified personnel using instrumentation, procedures and methods which guarantee specifications claimed are reliable.
When specified, all calibrations are performed in accordance with current ISO/IEC 17025, ANSI/NCSL Z-540.3, MIL-STD-45662A, and ENV/Pro-Lab
Quality Manual - Rev 5. Standards used are traceable to The National Institute of Standards and Technology (NIST). Expanded uncertainties are
calculated using methods described in the Guide to the Expression of Uncertainty of Measurement (GUM) utilizing a coverage factor of K=2 (95%
confidence) and kept on file at Pro-Lab. At a minimum, standards are selected with an uncertainty of 25% or better, where possible. This certificate
and/or data shall not be reproduced except in full, without the written permission of Pro-Lab Management.

Standards Used

Asset # Description Certificate Number Date Due
1186 MULTIFUNCTION CALIBRATOR 52-VEN-14711 8/17/2022
193 50 TURN COIL 493-13776 REV A 3/28/2024
Temperature: 247 C Date Tested: 21-Sep-2021
Humidity: 44.0% RH Date Due: 21-Sep-2022
Approved By:  Jennifer Shelly Calibrated By: Elizabeth Pawling

Calibration Lab Manager Calibration Technician

E-Signed 22-Sep-2021 9:45 AM E-Signed 21-Sep-2021 1:41 PM
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UNIT UNDER TEST SUBMITTED BY

Manufacturer: FLUKE Customer: K&S TECHNICAL SERVICES, INC

Model No.: 376 941 NEW LONDON ROAD

Serial No.: 30910085WS NEWARK, DE 19711

Cust. Ref. No.: N/A

Description: TRUE RMS CLAMP METER P.O. #: 10361

Date Rec'd: 9/20/2021

Condition Rec'd: GOOD Precal: IN SPEC Final: IN SPEC

CALIBRATION DATA

Note: Calibration results may drift from documented values prior to calibration due date attributable to various factors. Results obtained apply to the UUT
only and are reflective of conditions at the time of this test. Measurement uncertainty is not taken into account when statements of compliance with
specifications are made.

Description Standard As Found Final Min. Max.

Root Difference Square guardbanding method used.

AC VOLTAGE
1000 V Range
100V @ 50 Hz 10.0 10.0 10.0 9.3 10.7
500.0 V@ 50 Hz 500.0 4999 499.9 492.0 508.0
500.0 V @ 500 Hz 500.0 500.0 500.0 492.0 508.0
900V @ 50 Hz 900 901 901 882 919
DC VOLTAGE
1000 V Range
-500.0 vV -500.0 -499.8 -499.8 -5605.5 -494 5
100V 10.0 10.0 10.0 9.4 10.6
500.0V 500.0 499.9 499.9 494 .5 505.5
900 V 900 900 900 886 914

DC MILLIVOLTS
500 mV Range

-250.0 mV -250.0 -250.0 -250.0 -253.0 -247.0
50.0 mV 50.0 50.0 50.0 49.0 51.0
250.0 mV 250.0 250.0 250.0 247.0 253.0
450.0 mV 450.0 450.0 450.0 445.0 455.0
RESISTANCE

600 [ Range

60.0 Ohm 60.0 59.8 59.8 58.9 61.1
300.0 Ohm 300.0 299.8 299.8 296.5 303.5
540.0 Ohm 540.0 539.8 539.8 5341 545.9
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UNIT UNDER TEST SUBMITTED BY

Manufacturer: FLUKE Customer: K&S TECHNICAL SERVICES, INC

Model No.: 376 941 NEW LONDON ROAD

Serial No.: 30910085WS NEWARK, DE 19711

Cust. Ref. No.: N/A

Description: TRUE RMS CLAMP METER P.O.#: 10361

Date Rec'd: 9/20/2021

Condition Rec'd: GOOD Precal: IN SPEC Final: IN SPEC

CALIBRATION DATA

Note: Calibration results may drift from documented values prior to calibration due date attributable to various factors. Results obtained apply to the UUT
only and are reflective of conditions at the time of this test. Measurement uncertainty is not taken into account when statements of compliance with
specifications are made.

Description Standard As Found Final Min. Max.
6000 0 Range

3000 Ohm 3000 3000 3000 2965 3035
5400 Ohm 5400 5400 5400 5341 5459
60 kil Range

30.00 kOhm 30.00 30.00 30.00 29.65 30.35
54.00 kOhm 54.00 54.00 54.00 53.41 54.59
CAPACITANCE

100 yF Range

10.0 uF 10.0 10.0 10.0 9.5 10.5
500 uF 500 501 501 491 509
900 pF 900 902 902 887 913
AC CURRENT

1000 A Range

10.0 A @ 50 Hz 10.0 9.9 9.9 9.3 10.7
300.0 A @ 440 Hz 300.0 B02:7. 3027 292.0 308.0
500.0 A @ 50 Hz 500.0 503.7 503.7 489.5 510.5
900.0 A @ 50 Hz 900.0 903.3 903.3 881.5 918.5
DC CURRENT

1000 A Range

10.0 A 10.0 10.0 10.0 9.3 10.7
500.0A 500.0 504.4 504.4 489.5 510.5
900.0 A 900.0 906.4 906.4 881.5 918.5

iFlex CURRENT

1000 A Range
10.0 A @ 50 Hz 10.0 10.0 10.0 9.2 10.9
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UNIT UNDER TEST SUBMITTED BY

Manufacturer: FLUKE Customer: K&S TECHNICAL SERVICES, INC

Model No.: 376 941 NEW LONDON ROAD

Serial No.: 30910085WS NEWARK, DE 19711

Cust. Ref. No.: N/A

Description: TRUE RMS CLAMP METER P.O. #: 10361

Date Rec'd: 972012021

Condition Rec'd: GOOD Precal: IN SPEC Final: IN SPEC

CALIBRATION DATA

Note: Calibration results may drift from documented values prior to calibration due date attributable to various factors. Results obtained apply to the UUT
only and are reflective of conditions at the time of this test. Measurement uncertainty is not taken into account when statements of compliance with
specifications are made.

Description Standard As Found Final Min. Max.
300.0 A @ 440 Hz 300.0 303.4 303.4 289.0 311.0
500.0 A @ 50 Hz 500.0 504.9 504.9 482.0 518.0
900.0 A @ 50 Hz 900.0 908.8 908.8 868.0 932.0
100.0 A @ 50 Hz 100.0 99.8 99.8 96.5 1035
2500 A Range
1000 A @ 50 Hz 1000 999 999 985 1035
2000 A @ 50 Hz 2000 1998 1998 1935 2065
2500 A @ 50 Hz 2500 2499 2499 2420 2580
2500 A @ 500 Hz 2500 2501 2501 2420 2580
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